Evaluation of the accuracy of a new plasterless plane line articulator.
The accuracy of a technique that allows rapid and repeated cast mountings without the aid of gypsum products was determined. The results indicate that errors of dimensional change inherent in plaster or dental stone mountings are avoided with use of this plasterless mounting procedure. In view of the findings, this articulator is recommended as a reliable laboratory instrument.